Potential visual acuity measured with and without pupil dilation.
Potential visual acuities were measured with the Randwal IRAS portable interferometer, with and without pupil dilation, on a sample of predominately elderly patients with mild to moderate cataract. No clinically significant difference was found between interferometer potential acuities before and after pupil dilation.